Thermal necrosis complicating reamed intramedullary nailing of a closed tibial diaphysis fracture: a case report.
A case report of thermal necrosis of the tibia after reamed intramedullary nailing is presented. Given the consequences of this complication, the proper use of reaming technique and equipment is emphasized.